Accurately measuring radiation is a necessary component of this study, yet the study fails to consider the appropriateness of the radiation detector used. The Laudauer nanoDots used in this study were calibrated to measure primary radiation from an 80-kVp diagnostic x-ray beam with a half value layer (HVL) of 2.9 mm of aluminum, which has significantly different physical properties than the scattered radiation being measured in this study.
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